Perspectives about distal chip rigid endoscopes

José Carlos Casqueiro
I have nothing to disclose.

No, within the last 12 months I have not had any type of financial arrangement or affiliation with commercial interests related to the content of this continuing education activity that requires disclosure.
Actual technological advances let this idea feasible.
Actual technological advances let this idea feasible.

Leading companies have flexible HD rhino-laryngo videoscopes available.
Actual technological advances let this idea feasible.

Leading companies have flexible HD rhino-laryngoscope videoscopes available.

Laparoscopic field instrumentation leads this development.
- Actual technological advances let this idea feasible.
- Leading companies have flexible HD rhino-laryngo videoscopes available.
- Laparoscopic field instrumentation leads this development.
Conclusions

- New developments should combine rigid systems with flexible tip capabilities.
- CIT rigid endoscopes would increase surgical ergonomics.
- Smaller 4K chips are needed to equal state of the art classic systems.
“The only way to discover the limits of the possible is to go beyond them... into the impossible”

Arthur C. Clarke